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Glossary of Acronyms, Terms, and 
Abbreviations 

 
 
ABC – Approved Budget for the Contract.   
 
BAC – Bids and Awards Committee. 
 
Bid – A signed offer or proposal to undertake a contract submitted by a bidder in 
response to and in consonance with the requirements of the bidding documents. Also 
referred to as Proposal and Tender. (2016 revised IRR, Section 5[c]) 
 
Bidder – Refers to a contractor, manufacturer, supplier, distributor and/or consultant 
who submits a bid in response to the requirements of the Bidding Documents. (2016 
revised IRR, Section 5[d]) 
 
Bidding Documents – The documents issued by the Procuring Entity as the bases for 
bids, furnishing all information necessary for a prospective bidder to prepare a bid for 
the Goods, Infrastructure Projects, and/or Consulting Services required by the Procuring 
Entity. (2016 revised IRR, Section 5[e]) 
 
BIR – Bureau of Internal Revenue. 
 
BSP – Bangko Sentral ng Pilipinas.  
 
Consulting Services – Refer to services for Infrastructure Projects and other types of 
projects or activities of the GOP requiring adequate external technical and professional 
expertise that are beyond the capability and/or capacity of the GOP to undertake such as, 
but not limited to: (i) advisory and review services; (ii) pre-investment or feasibility 
studies; (iii) design; (iv) construction supervision; (v) management and related services; 
and (vi) other technical services or special studies. (2016 revised IRR, Section 5[i]) 
 
CDA - Cooperative Development Authority. 
 
Contract – Refers to the agreement entered into between the Procuring Entity and the 
Supplier or Manufacturer or Distributor or Service Provider for procurement of Goods 
and Services; Contractor for Procurement of Infrastructure Projects; or Consultant or 
Consulting Firm for Procurement of Consulting Services; as the case may be, as recorded 
in the Contract Form signed by the parties, including all attachments and appendices 
thereto and all documents incorporated by reference therein. 
 
CIF – Cost Insurance and Freight. 
 
CIP – Carriage and Insurance Paid. 
 
CPI – Consumer Price Index. 
 
DDP – Refers to the quoted price of the Goods, which means “delivered duty paid.” 
 
DTI – Department of Trade and Industry. 
 
EXW – Ex works. 
 
FCA – “Free Carrier” shipping point. 
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FOB – “Free on Board” shipping point. 
 
Foreign-funded Procurement or Foreign-Assisted Project– Refers to procurement 
whose funding source is from a foreign government, foreign or international financing 
institution as specified in the Treaty or International or Executive Agreement. (2016 
revised IRR, Section 5[b]). 

Framework Agreement – Refers to a written agreement between a procuring entity and 
a supplier or service provider that identifies the terms and conditions, under which 
specific purchases, otherwise known as “Call-Offs,” are made for the duration of the 
agreement. It is in the nature of an option contract between the procuring entity and the 
bidder(s) granting the procuring entity the option to either place an order for any of the 
goods or services identified in the Framework Agreement List or not buy at all, within a 
minimum period of one (1) year to a maximum period of three (3) years. (GPPB 
Resolution No. 27-2019) 

GFI – Government Financial Institution.   
 
GOCC – Government-owned and/or –controlled corporation. 
 
Goods – Refer to all items, supplies, materials and general support services, except 
Consulting Services and Infrastructure Projects, which may be needed in the transaction 
of public businesses or in the pursuit of any government undertaking, project or activity, 
whether in the nature of equipment, furniture, stationery, materials for construction, or 
personal property of any kind, including non-personal or contractual services such as the 
repair and maintenance of equipment and furniture, as well as trucking, hauling, 
janitorial, security, and related or analogous services, as well as procurement of materials 
and supplies provided by the Procuring Entity for such services. The term “related” or 
“analogous services” shall include, but is not limited to, lease or purchase of office space, 
media advertisements, health maintenance services, and other services essential to the 
operation of the Procuring Entity. (2016 revised IRR, Section 5[r]) 
 
GOP – Government of the Philippines. 
 
GPPB  –  Government Procurement Policy Board. 
 
INCOTERMS – International Commercial Terms. 
 
Infrastructure Projects – Include the construction, improvement, rehabilitation, 
demolition, repair, restoration or maintenance of roads and bridges, railways, airports, 
seaports, communication facilities, civil works components of information technology 
projects, irrigation, flood control and drainage, water supply, sanitation, sewerage and 
solid waste management systems, shore protection, energy/power and electrification 
facilities, national buildings, school buildings, hospital buildings, and other related 
construction projects of the government. Also referred to as civil works or works. (2016 
revised IRR, Section 5[u]) 
 
LGUs – Local Government Units.  
 
NFCC – Net Financial Contracting Capacity. 
 
NGA – National Government Agency. 
 
PhilGEPS - Philippine Government Electronic Procurement System.  
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Procurement Project – refers to a specific or identified procurement covering goods, 
infrastructure project or consulting services. A Procurement Project shall be described, 
detailed, and scheduled in the Project Procurement Management Plan prepared by the 
agency which shall be consolidated in the procuring entity's Annual Procurement Plan. 
(GPPB Circular No. 06-2019 dated 17 July 2019) 
 
PSA – Philippine Statistics Authority.  
 
SEC – Securities and Exchange Commission. 
 
SLCC – Single Largest Completed Contract. 
 
Supplier – refers to a citizen, or any corporate body or commercial company duly 
organized and registered under the laws where it is established, habitually established in 
business and engaged in the manufacture or sale of the merchandise or performance of 
the general services covered by his bid. (Item 3.8 of GPPB Resolution No. 13-2019, dated 
23 May 2019). Supplier as used in these Bidding Documents may likewise refer to a 
distributor, manufacturer, contractor, or consultant.  
 
UN – United Nations.
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INVITATION TO BID FOR THE 
 SUPPLY, DELIVERY, AND INSTALLATION OF TECHNICAL AND SCIENTIFIC 

EQUIPMENT FOR RICE GENOME SEQUENCING PROJECT PB 25-03-19 
 

1. The DA-Philippine Rice Research Institute Central Experiment Station (DA-
PhilRice CES), through the 2025 Corporate Fund Budget, intends to apply the sum 
Thirteen Million Four Hundred Twenty Thousand Pesos Only (₱13,420,000.00) 
being the ABC for payments under the contract Supply, Delivery, and Installation of 
Technical and Scientific Equipment for Rice Genome Sequencing Project with 
identification number PB 25-03-19. Bids received in excess of the ABC shall be 
automatically rejected at bid opening. 
  

2. The DA-PhilRice CES now invites bids for the above Procurement Project.   Delivery of 
the Goods is required within the period specified in the Schedule of Requirements. 
Bidders should have completed, within three (3) years from the date of submission and 
receipt of bids, a contract similar to the Project.  The description of an eligible bidder is 
contained in the Bidding Documents, particularly, in Section II (Instructions to Bidders). 
 

3. Bidding will be conducted through open competitive bidding procedures using a non-
discretionary “pass/fail” criterion as specified in the 2016 revised Implementing Rules 
and Regulations (IRR) of Republic Act (RA) No. 9184. 
 
a. Bidding is restricted to Filipino citizens/sole proprietorships, partnerships, or 
organizations with at least sixty percent (60%) interest or outstanding capital stock 
belonging to citizens of the Philippines, and to citizens or organizations of a country the 
laws or regulations of which grant similar rights or privileges to Filipino citizens, 
pursuant to RA No. 5183.  
 

4. Prospective Bidders may obtain further information from DA-PhilRice CES and inspect 
the Bidding Documents through the BAC Secretariat- Procurement Management Division 
at Philippine Rice Research Institute, Brgy. Maligaya, Science City of Muñoz, Nueva Ecija 
during Mondays to Fridays, except holidays from 8:00 A.M. to 5:00 P.M. 
 

5. A complete set of Bidding Documents may be acquired by interested Bidders from the 
address and website(s) below and upon payment of the applicable fee for the Bidding 
Documents, pursuant to the latest Guidelines issued by the GPPB in the amount stated 
below. The Procuring Entity shall allow the bidder to present its proof of payment for the 
fees either in person, by facsimile, or through other electronic means. 
 

Lot No. ABC Bidding Document Fee 

Lot 1 ₱220,000.00 ₱500.00 

Lot 1 ₱200,000.00 ₱500.00 

Lot 3 ₱1,900,000.00 ₱2,000.00 

Lot 4 ₱7,700,000.00 ₱8,000.00 

Lot 5 ₱3,400,000.00 ₱3,500.00 

 
6. The DA-PhilRice CES will hold a Pre-Bid Conference on September 16, 2025, at 9:00 

A.M. at the Procurement Management Division Office- Conference Room, Philippine Rice 
Research Institute, Brgy. Maligaya, Science City of Muñoz, Nueva Ecija, and/or through 
video conferencing or webcasting via Zoom, which shall be open to prospective bidders. 
 

7. Bids must be duly received by the BAC Secretariat through (i) manual submission at the 
office address indicated below on or before September 29, 2025, until 04:00 P.M. Late 
bids shall not be accepted. 
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8. All Bids must be accompanied by a bid security in any of the acceptable forms and in the 
amount stated in ITB Clause 14.  
 

9. Bid opening shall be on September 30, 2025, at 01:30 P.M. at the Procurement 
Management Division Office- Conference Room, Philippine Rice Research Institute, Brgy. 
Maligaya, Science City of Muñoz, Nueva Ecija and via Zoom. Bids will be opened in the 
presence of the bidders’ representatives who choose to attend the activity.   
 

10. Refer to the following bidding activities: 
Advertisement/Posting of Bidding 
Document/Invitation to Bid 

06 to 29 September 2025 
 

Issuance and Availability of Bidding 
Document 

06 to 29 September 2025 
(except weekends and holidays) 

Pre-Bid Conference 16 September 2025, 9:00 A.M. via Zoom 
Last day of Submission of Written 
Clarification 

19 September 2025 until 5:00 P.M. 

Last day of Issuance of Bid Bulletin 22 September 2025 
Deadline for Submission and Receipt of 
Bids 

On or before 29 September 2025, until 
4:00 P.M. 

Opening of Bids 30 September 2025, 1:30 P.M.  
 

11. The DA-PhilRice CES reserves the right to reject any and all bids, declare a failure of 
bidding, or not award the contract at any time prior to contract award in accordance with 
Sections 35.6 and 41 of the 2016 revised IRR of RA No. 9184, without thereby incurring 
any liability to the affected bidder or bidders. 
 

12. For further information, please refer to: 
BAC Secretariat 
Procurement Management Division 
Philippine Rice Research Institute 
Maligaya, Science City of Muñoz, Nueva Ecija 
Mobile No. 0999-2248705 
e-mail: bacsecretariatprri@gmail.com 

13. You may visit the following websites for downloading of Bidding Documents:  
www.philrice.gov.ph/www.philgeps.gov.ph 
 
Date: 05 September 2025 

 
 
               -sgd- 
LUIS ALEJANDRE I. TAMANI 
Chairperson, BAC for Goods and Services 

 
NOTICE/ANNOUNCEMENT 

DA DOES NOT CONDONE ANY FORM OF SOLICITATION ON ANY PROSPECTIVE WINNING 
AND LOSING BIDDERS BY ANY OF OUR STAFF/EMPLOYEES OR ANY OTHER PARTY. ANY 
SORT OF THIS KIND SHALL BE REPORTED IMMEDIATELY TO THE OFFICE OF THE 
SECRETARY OR THE NATIONAL BUREAU OF INVESTIGATION (NBI) FOR ENTRAPMENT 
AND PROPER INVESTIGATION. 

mailto:bacsecretariatprri@gmail.com
http://www.philrice.gov.ph/
http://www.philgeps.gov.ph/


 

9 

 

 
 

 
 
 
 
 
 
 
 
 
 
 
 

 
Section II. Instructions to Bidders 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 



 

10 

 

1. Scope of Bid 
 

 The Procuring Entity, DA- Philippine Rice Research Institute Central Experiment 
Station, wishes to receive Bids for the Supply, Delivery, and Installation of 
Technical and Scientific Equipment for Rice Genome Sequencing Project 
with identification number PB 25-03-19. 

 
The Procurement Project (referred to herein as “Project”) is composed of five (5) 
lots, the details of which are described in Section VII (Technical Specifications). 

 

2. Funding Information 
 
 

2.1. The GOP through the source of funding as indicated below for 2025 
Corporate Fund Budget in the amount of Thirteen Million Four Hundred 
Twenty Thousand Pesos Only (₱13,420,000.00). 
 

2.2. The source of funding is: 
 

a. GOCC and GFIs, the Corporate Operating Budget. 
 

 

3. Bidding Requirements 
 

The Bidding for the Project shall be governed by all the provisions of RA No. 9184 
and its 2016 revised IRR, including its Generic Procurement Manuals and 
associated policies, rules and regulations as the primary source thereof, while the 
herein clauses shall serve as the secondary source thereof.   

 
Any amendments made to the IRR and other GPPB issuances shall be applicable 
only to the ongoing posting, advertisement, or IB by the BAC through the issuance 
of a supplemental or bid bulletin.  

   
The Bidder, by the act of submitting its Bid, shall be deemed to have verified and 
accepted the general requirements of this Project, including other factors that may 
affect the cost, duration and execution or implementation of the contract, project, 
or work and examine all instructions, forms, terms, and project requirements in 
the Bidding Documents. 

 

4. Corrupt, Fraudulent, Collusive, and Coercive Practices 
 

The Procuring Entity, as well as the Bidders and Suppliers, shall observe the 
highest standard of ethics during the procurement and execution of the contract.  
They or through an agent shall not engage in corrupt, fraudulent, collusive, 
coercive, and obstructive practices defined under Annex “I” of the 2016 revised 
IRR of RA No. 9184 or other integrity violations in competing for the Project.  
 

5. Eligible Bidders 
 

5.1. Only Bids of Bidders found to be legally, technically, and financially capable 
will be evaluated. 

 
5.2. Foreign ownership limited to those allowed under the rules may 

participate in this Project.  
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5.3. Pursuant to Section 23.4.1.3 of the 2016 revised IRR of RA No.9184, the 
Bidder shall have an SLCC that is at least one (1) contract similar to the 
Project the value of which, adjusted to current prices using the PSA’s CPI, 
must be at least equivalent to:  

 
a. For the procurement of Non-expendable Supplies and Services: 

The Bidder must have completed a single contract that is similar 
to this Project, equivalent to at least fifty percent (50%) of the 
ABC. 

 
5.4. The Bidders shall comply with the eligibility criteria under Section 23.4.1 

of the 2016 IRR of RA No. 9184.   
 

6. Origin of Goods 
 

There is no restriction on the origin of goods other than those prohibited by a 
decision of the UN Security Council taken under Chapter VII of the Charter of the 
UN, subject to Domestic Preference requirements under ITB Clause 18. 

 

7. Subcontracts 
 

7.1. The Bidder may subcontract portions of the Project to the extent allowed 
by the Procuring Entity as stated herein, but in no case more than twenty 
percent (20%) of the Project. 

 
a. Subcontracting is not allowed. 

 

8. Pre-Bid Conference 
 

The Procuring Entity will hold a pre-bid conference for this Project on the 
specified date and time and either at its physical address and/or through 
videoconferencing/webcasting as indicated in paragraph 6 of the IB. 

 

9. Clarification and Amendment of Bidding Documents 
 
Prospective bidders may request for clarification on and/or interpretation of any 
part of the Bidding Documents.  Such requests must be in writing and received by 
the Procuring Entity, either at its given address or through electronic mail 
indicated in the IB, at least ten (10) calendar days before the deadline set for the 
submission and receipt of Bids. 

 

10. Documents comprising the Bid: Eligibility and Technical 
Components 

 
10.1. The first envelope shall contain the eligibility and technical documents of 

the Bid as specified in Section VIII (Checklist of Technical and Financial 
Documents).  

 
10.2. The Bidder’s SLCC as indicated in ITB Clause 5.3 should have been 

completed within three (3) years prior to the deadline for the submission 
and receipt of bids. 

 
10.3. If the eligibility requirements or statements, the bids, and all other 

documents for submission to the BAC are in foreign language other than 
English, it must be accompanied by a translation in English, which shall be 
authenticated by the appropriate Philippine foreign service establishment, 
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post, or the equivalent office having jurisdiction over the foreign bidder’s 
affairs in the Philippines. Similar to the required authentication above, for 
Contracting Parties to the Apostille Convention, only the translated 
documents shall be authenticated through an apostille pursuant to GPPB 
Resolution No. 13-2019 dated 23 May 2019. The English translation shall 
govern, for purposes of interpretation of the bid. 

 

11. Documents comprising the Bid: Financial Component 
 

11.1. The second bid envelope shall contain the financial documents for the Bid 
as specified in Section VIII (Checklist of Technical and Financial 
Documents).  

 
11.2. If the Bidder claims preference as a Domestic Bidder or Domestic Entity, a 

certification issued by DTI shall be provided by the Bidder in accordance 
with Section 43.1.3 of the 2016 revised IRR of RA No. 9184. 

 
11.3. Any bid exceeding the ABC indicated in paragraph 1 of the IB shall not be 

accepted. 
 
11.4. For Foreign-funded Procurement, a ceiling may be applied to bid prices 

provided the conditions are met under Section 31.2 of the 2016 revised IRR 
of RA No. 9184. 

 

12. Bid Prices 
 

12.1. Prices indicated on the Price Schedule shall be entered separately in the 
following manner: 

 
a. For Goods offered from within the Procuring Entity’s country: 

 
i. The price of the Goods quoted EXW (ex-works, ex-factory, ex-

warehouse, ex-showroom, or off-the-shelf, as applicable); 
 

ii. The cost of all customs duties and sales and other taxes already 
paid or payable; 
 

iii. The cost of transportation, insurance, and other costs 
incidental to delivery of the Goods to their final destination; 
and  
 

iv. The price of other (incidental) services, if any, listed in the 
BDS. 
 

b. For Goods offered from abroad: 
 

i. Unless otherwise stated in the BDS, the price of the Goods shall 
be quoted delivered duty paid (DDP) with the place of 
destination in the Philippines as specified in the BDS.  In 
quoting the price, the Bidder shall be free to use transportation 
through carriers registered in any eligible country.  Similarly, 
the Bidder may obtain insurance services from any eligible 
source country. 
 

ii. The price of other (incidental) services, if any, as listed in the 
BDS. 
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13. Bid and Payment Currencies 
 

13.1. For Goods that the Bidder will supply from outside the Philippines, the bid 
prices may be quoted in the local currency or tradeable currency accepted 
by the BSP at the discretion of the Bidder.  However, for purposes of bid 
evaluation, Bids denominated in foreign currencies, shall be converted to 
Philippine currency based on the exchange rate as published in the BSP 
reference rate bulletin on the day of the bid opening. 

 
13.2. Payment of the contract price shall be made in: 

 
a. Philippine Pesos. 

 

14. Bid Security  
 

14.1. The Bidder shall submit a Bid Securing Declaration1 or any form of Bid 
Security in the amount indicated in the BDS, which shall be not less than 
the percentage of the ABC in accordance with the schedule in the BDS.  

 
14.2. The Bid and bid security shall be valid for 120 calendar days from the 

deadline of submission of bids.  Any Bid not accompanied by an acceptable 
bid security shall be rejected by the Procuring Entity as non-responsive. 

 

15. Sealing and Marking of Bids 
 

Each Bidder shall submit one copy of the first and second components of its Bid.  
 
The Procuring Entity may request additional hard copies and/or electronic copies 
of the Bid. However, failure of the Bidders to comply with the said request shall 
not be a ground for disqualification.   
 
If the Procuring Entity allows the submission of bids through online submission 
or any other electronic means, the Bidder shall submit an electronic copy of its Bid, 
which must be digitally signed. An electronic copy that cannot be opened or is 
corrupted shall be considered non-responsive and, thus, automatically 
disqualified. 

 

16. Deadline for Submission of Bids 
 

16.1. The Bidders shall submit on the specified date and time and either at its 
physical address or through online submission as indicated in paragraph 7 
of the IB.   

 
 

17. Opening and Preliminary Examination of Bids 
 

17.1. The BAC shall open the Bids in public at the time, on the date, and at the 
place specified in paragraph 9 of the IB. The Bidders’ representatives who 
are present shall sign a register evidencing their attendance.   In case 
videoconferencing, webcasting or other similar technologies will be used, 
attendance of participants shall likewise be recorded by the BAC 
Secretariat.  
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In case the Bids cannot be opened as scheduled due to justifiable reasons, 
the rescheduling requirements under Section 29 of the 2016 revised IRR of 
RA No. 9184 shall prevail.  
 

17.2. The preliminary examination of bids shall be governed by Section 30 of the 
2016 revised IRR of RA No. 9184. 

 

18. Domestic Preference 
 

18.1. The Procuring Entity will grant a margin of preference for the purpose of 
comparison of Bids in accordance with Section 43.1.2 of the 2016 revised 
IRR of RA No. 9184. 

 

19. Detailed Evaluation and Comparison of Bids 
 

19.1. The Procuring Entity’s BAC shall immediately conduct a detailed evaluation 
of all Bids rated “passed,” using non-discretionary pass/fail criteria.  The 
BAC shall consider the conditions in the evaluation of Bids under Section 
32.2 of the 2016 revised IRR of RA No. 9184. 
 

19.2. If the Project allows partial bids, bidders may submit a proposal on any of 
the lots or items, and evaluation will be undertaken on a per lot or item 
basis, as the case maybe. In this case, the Bid Security as required by ITB 
Clause 14 shall be submitted for each lot or item separately. 

 
19.3. The descriptions of the lots or items shall be indicated in Section VII 

(Technical Specifications), although the ABCs of these lots or items are 
indicated in the BDS for purposes of the NFCC computation pursuant to 
Section 23.4.2.6 of the 2016 revised IRR of RA No. 9184.  The NFCC must be 
sufficient for the total of the ABCs for all the lots or items participated in by 
the prospective Bidder.   

 
19.4. The Project shall be awarded as follows: 

  
Option 2 – One Project having several items grouped into several lots, which 

shall be awarded as separate contracts per lot. 

 
19.5. Except for bidders submitting a committed Line of Credit from a Universal 

or Commercial Bank in lieu of its NFCC computation, all Bids must include 
the NFCC computation pursuant to Section 23.4.1.4 of the 2016 revised IRR 
of RA No. 9184, which must be sufficient for the total of the ABCs for all the 
lots or items participated in by the prospective Bidder. For bidders 
submitting the committed Line of Credit, it must be at least equal to ten 
percent (10%) of the ABCs for all the lots or items participated in by the 
prospective Bidder. 

 

20. Post-Qualification 
 

20.2. Within a non-extendible period of five (5) calendar days from receipt by 
the Bidder of the notice from the BAC that it submitted the Lowest 
Calculated Bid, the Bidder shall submit its latest income and business tax 
returns filed and paid through the BIR Electronic Filing and Payment 
System (eFPS) and other appropriate licenses and permits required by law 
and stated in the BDS.   
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21. Signing of the Contract 
 

21.1. The documents required in Section 37.2 of the 2016 revised IRR of RA No. 
9184 shall form part of the Contract. Additional Contract documents are 
indicated in the BDS. 
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Section III. Bid Data Sheet 
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Bid Data Sheet 
ITB 

Clause 
 

5.3 For this purpose, contracts similar to the Project shall be: 
 

a. Those contracts that are classified as, or similar but not limited to, 
those listed under Section VII and/or “Laboratory, Technical and 
Scientific Equipment” 

b. completed within three (3) years prior to the deadline for the 
submission and receipt of bids.  

7.1 Subcontracting is not allowed. 
 
Clause 7.2 of the ITB is not applicable. 

12 The price of the Goods shall be quoted DDP and deliver to Philippine Rice 
Research Institute – Central Experiment Station, Brgy. Maligaya, Science 
City of Muñoz, Nueva Ecija, or the applicable International Commercial 
Terms (INCOTERMS) for this Project. 

14.1 The bid security shall be in the form of a Bid Securing Declaration, or any of 
the following forms and amounts: 

Lot ABC 2% 5% 

1 ₱220,000.00 ₱4,400.00 ₱11,000.00 

2 ₱200,000.00 ₱4,000.00 ₱10,000.00 

3 ₱1,900,000.00 ₱38,000.00 ₱95,000.00 

4 ₱7,700,000.00 ₱154,000.00 ₱385,00.00 

5 ₱3,400,000.00 ₱68,000.00 ₱170,000.00 
 

15 For the manual submission of bids, all prospective bidders will only submit 
the original copy of each of the eligibility/technical and financial envelope. 
However, PhilRice requested two (2) additional copies, Copy 1 and Copy 2.  

The bidder must submit their original eligibility and technical documents 
in a sealed envelope marked as "ORIGINAL - Eligibility & Technical 
Component," and their original financial documents in another sealed 
envelope marked as "ORIGINAL - Financial Component." Both envelopes 
should be placed inside a sealed outer envelope marked "ORIGINAL BID." 
Copies (Copy No. 1 and Copy No.2) of these documents must be similarly 
sealed and labeled, then enclosed together in one sealed outer envelope 
marked "Copy 1 and Copy 2”, respectively. All envelopes, originals and 2 
duplicate copies, should be placed inside a single sealed “mother” 
envelope. However, submitting only the original documents will not be a 
ground for disqualification. 

Sealing and Marking of Bids 

Address To: The BAC 

                    PB No. and Title of the project 

                     “ Do not open Before” 

                    Date and Time of Bid Opening 

19.3 a. The NFCC computation, if applicable, must be sufficient for all the lots 
or contracts to be awarded to the Bidder. 
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b.  If bidding for more than one (1) lot, the SLCC shall be at least 50% of 
the ABC of EACH lot to be bid.  
 

20.2 For post-qualification purposes, the following must be submitted (to be 
included in the financial proposal): 
Latest income and business tax returns filed and paid through the Bureau of 
Internal Revenue (BIR) Electronic Filing and Payment System (eFPS) for the 
last six (6) months prior to the opening of bids 

a. VAT Returns (BIR Form 2550Q) or Percentage Tax Return or 
BIR Form 2551Q) with proof of filing and payment for the last 
six (6) months. 

b. Latest Quarterly and Annual Income Tax Returns (BIR Form 
1701 or 1702) 

c. Latest Audited Financial Statement received by the BIR. 
21.1 Other contract documents that may be required by existing laws and/or of 

DA-PhilRice CES. Winning bidder agrees that additional contract documents 
or information prescribed by the GPPB that are subsequently required for 
submission after the contract execution, such as but not limited to Notice to 
Proceed, Variation Orders, and Warranty Security, etc. shall likewise form 
part of the Contract 
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Section IV. General Conditions of Contract 
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1. Scope of Contract 
 
This Contract shall include all such items, although not specifically mentioned, that 
can be reasonably inferred as being required for its completion as if such items 
were expressly mentioned herein. All the provisions of RA No. 9184 and its 2016 
revised IRR, including the Generic Procurement Manual, and associated issuances, 
constitute the primary source for the terms and conditions of the Contract, and 
thus, applicable in contract implementation.  Herein clauses shall serve as the 
secondary source for the terms and conditions of the Contract.  
 
This is without prejudice to Sections 74.1 and 74.2 of the 2016 revised IRR of RA 
No. 9184 allowing the GPPB to amend the IRR, which shall be applied to all 
procurement activities, the advertisement, posting, or invitation of which were 
issued after the effectivity of the said amendment.   
 
Additional requirements for the completion of this Contract shall be provided in 
the Special Conditions of Contract (SCC).   

 

2. Advance Payment and Terms of Payment 
 

2.1. Advance payment of the contract amount is provided under Annex “D” of 
the revised 2016 IRR of RA No. 9184. 
 

2.2. The Procuring Entity is allowed to determine the terms of payment on the 
partial or staggered delivery of the Goods procured, provided such partial 
payment shall correspond to the value of the goods delivered and accepted 
in accordance with prevailing accounting and auditing rules and 
regulations.  The terms of payment are indicated in the SCC. 

 
 

3. Performance Security 
 

Within ten (10) calendar days from receipt of the Notice of Award by the Bidder 
from the Procuring Entity but in no case later than the signing of the Contract by 
both parties, the successful Bidder shall furnish the performance security in any 
of the forms prescribed in Section 39 of the 2016 revised IRR of RA No. 9184.  
 

4. Inspection and Tests 
 

The Procuring Entity or its representative shall have the right to inspect and/or to 
test the Goods to confirm their conformity to the Project specifications at no extra 
cost to the Procuring Entity in accordance with the Generic Procurement Manual.  
In addition to tests in the SCC, Section VII (Technical Specifications) shall 
specify what inspections and/or tests the Procuring Entity requires, and where 
they are to be conducted.  The Procuring Entity shall notify the Supplier in writing, 
in a timely manner, of the identity of any representatives retained for these 
purposes. 
 
All reasonable facilities and assistance for the inspection and testing of Goods, 
including access to drawings and production data, shall be provided by the 
Supplier to the authorized inspectors at no charge to the Procuring Entity.  

 

5. Warranty 
 



 

21 

 

5.1 In order to assure that manufacturing defects shall be corrected by the 
Supplier, a warranty shall be required from the Supplier as provided under 
Section 62.1 of the 2016 revised IRR of RA No. 9184.  

  
5.2 The Procuring Entity shall promptly notify the Supplier in writing of any 

claims arising under this warranty.  Upon receipt of such notice, the 
Supplier shall, repair or replace the defective Goods or parts thereof 
without cost to the Procuring Entity, pursuant to the Generic Procurement 
Manual. 

 

6. Liability of the Supplier 
 

The Supplier’s liability under this Contract shall be as provided by the laws of the 
Republic of the Philippines.  

 
If the Supplier is a joint venture, all partners to the joint venture shall be jointly 
and severally liable to the Procuring Entity.
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Section V. Special Conditions of Contract 
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Special Conditions of Contract 
GCC 

Clause 
 

1 The Delivery site: 
 
PhilRice Los Baňos, Pili Drive UPLB Campus, Los Baňos, Laguna 

 Delivery and Documents – 
 

 For purposes of the Contract, “EXW,” “FOB,” “FCA,” “CIF,” “CIP,” “DDP” and 
other trade terms used to describe the obligations of the parties shall have 
the meanings assigned to them by the current edition of INCOTERMS 
published by the International Chamber of Commerce, Paris.  The Delivery 
terms of this Contract shall be as follows: 
 

 [For Goods supplied from abroad, state:] “The delivery terms applicable to 
the Contract are DDP delivered [indicate place of destination].  In 
accordance with INCOTERMS.”   

  
[For Goods supplied from within the Philippines, state:] “The delivery terms 
applicable to this Contract are delivered [indicate place of destination].  Risk 
and title will pass from the Supplier to the Procuring Entity upon receipt 
and final acceptance of the Goods at their final destination.” 
 

 Delivery of the Goods shall be made by the Supplier in accordance with the 
terms specified in Section VI (Schedule of Requirements).   

 For purposes of this Clause, the Procuring Entity’s Representative at the 
Project Site is the Branch Director of DA-PhilRice Los Baňos, Ms. Rhemilyn 
Z. Relado-Sevilla or her authorized representatives. 
 

 Incidental Services – 
 

 The Supplier is required to provide all of the following services, including 
additional services, if any, specified in Section VI. Schedule of 
Requirements: 

  
 a. performance or supervision of on-site assembly and/or start-up 

of the supplied Goods; 
 b. performance or supervision or maintenance and/or repair of 

the supplied Goods, for a period of time agreed by the parties, 
provided that this service shall not relieve the Supplier of any 
warranty obligations under this Contract; and 

 
 Packaging – 

 
The Supplier shall provide such packaging of the Goods as is required to 
prevent their damage or deterioration during transit to their final 
destination, as indicated in this Contract.  The packaging shall be sufficient 
to withstand, without limitation, rough handling during transit and 
exposure to extreme temperatures, salt and precipitation during transit, 
and open storage.  Packaging case size and weights shall take into 
consideration, where appropriate, the remoteness of the Goods’ final 
destination and the absence of heavy handling facilities at all points in 
transit. 
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 The packaging, marking, and documentation within and outside the 
packages shall comply strictly with such special requirements as shall be 
expressly provided for in the Contract, including additional requirements, 
if any, specified below, and in any subsequent instructions ordered by the 
Procuring Entity. 
 

 A packaging list identifying the contents and quantities of the package is to 
be placed on an accessible point of the outer packaging if practical. If not 
practical the packaging list is to be placed inside the outer packaging but 
outside the secondary packaging. 
 

 Transportation – 
 

 Where the Supplier is required under Contract to deliver the Goods CIF, 
CIP, or DDP, transport of the Goods to the port of destination or such other 
named place of destination in the Philippines, as shall be specified in this 
Contract, shall be arranged and paid for by the Supplier, and the cost 
thereof shall be included in the Contract Price. 
 

 Where the Supplier is required under this Contract to transport the Goods 
to a specified place of destination within the Philippines, defined as the 
Project Site, transport to such place of destination in the Philippines, 
including insurance and storage, as shall be specified in this Contract, shall 
be arranged by the Supplier, and related costs shall be included in the 
contract price. 

  
Where the Supplier is required under Contract to deliver the Goods CIF, CIP 
or DDP, Goods are to be transported on carriers of Philippine registry.  In 
the event that no carrier of Philippine registry is available, Goods may be 
shipped by a carrier which is not of Philippine registry provided that the 
Supplier obtains and presents to the Procuring Entity certification to this 
effect from the nearest Philippine consulate to the port of dispatch.  In the 
event that carriers of Philippine registry are available but their schedule 
delays the Supplier in its performance of this Contract the period from 
when the Goods were first ready for shipment and the actual date of 
shipment the period of delay will be considered force majeure. 

  
The Procuring Entity accepts no liability for the damage of Goods during 
transit other than those prescribed by INCOTERMS for DDP deliveries.  In 
the case of Goods supplied from within the Philippines or supplied by 
domestic Suppliers risk and title will not be deemed to have passed to the 
Procuring Entity until their receipt and final acceptance at the final 
destination. 
  

 Intellectual Property Rights – 
 

 The Supplier shall indemnify the Procuring Entity against all third-party 
claims of infringement of patent, trademark, or industrial design rights 
arising from use of the Goods or any part thereof. 

2.2 Partial payment is not allowed.  

4 The inspections and tests that will be conducted are 
 

a. If applicable, the inspections and tests may be conducted on 
the premises of the Supplier at point of delivery, and/or at 
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the goods’ final destination.  If conducted on the premises of 
the Supplier all reasonable facilities and assistance, 
including access to drawings and production data, shall be 
furnished to the inspectors at no charge to the Procuring 
Entity.  The Supplier shall provide the Procuring Entity with 
results of such inspections and tests. 

b. The Procuring Entity or its designated representative shall 
be entitled to attend the tests and/or inspections referred to 
in this Clause provided that the Procuring Entity shall bear 
all of its own costs and expenses incurred in connection with 
such attendance including, but not limited to, all traveling 
and board and lodging expenses. 

c. The Procuring Entity may reject any Goods or any part 
thereof that fail to pass any test and/or inspection or do not 
conform to the specifications. The Supplier shall either 
rectify or replace such rejected Goods or parts thereof or 
make alterations necessary to meet the specifications at no 
cost to the Procuring Entity, and shall repeat the test and/or 
inspection, at no cost to the Procuring Entity.   

d. The Supplier agrees that neither the execution of a test 
and/or inspection of the Goods or any part thereof, nor the 
attendance by the Procuring Entity or its representative, 
shall release the Supplier from any warranties or other 
obligations under this Contract. 
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Section VI. Schedule of Requirements 
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Section VI. Schedule of Requirements 
 
The delivery schedule expressed as weeks/months stipulates hereafter a delivery date 
which is the date of delivery to the project site.   

Lot 
no. 

Description Unit Qty Total ABC Division 
Delivery 
Period 

1 Chlorophyll Meter Unit 1 220,000.00 

PHILRICE 

LOS 
BAÑOS 

30 
calendar 

days 
upon 

receipt of 
PO/NTP 

Total ABC Lot 1:  ₱ 220,000.00 

2 

Grain Polisher Unit 1 120,000.00 

Automatic Rice Husker Unit 1 80,000.00 

Total ABC Lot 2: ₱ 200,000.00 

3 

Oven Unit 1 200,000.00 

Muffle Furnace Unit 1 300,000.00 

Kjeldahl Distillation and 
Digestion System 

Unit 1 1,400,000.00 

Total ABC Lot 3: ₱ 1,900,000.00 

4 

Microplate Reader Unit 1 1,200,000.00 

High Performance Liquid 
Chromatograph Systems 

Lot 1 6,500,000.00 

Total ABC Lot 4: ₱ 7,700,000.00 

5 

Flame Atomic Absorption 
Spectrophotometer 

Unit 1 2,500,000.00 

UV-VIs Spectrophotometer Unit 1 900,000.00 

Total ABC Lot 5: ₱ 3,400,0000.00 
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Section VII. Technical Specifications 
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Section VII. Technical Specifications (LOT 1) 
Lot Specification Statement of Compliance 

[Bidders must state here either “Comply” or “Not Comply” 
against each of the individual parameters of each 
Specification stating the corresponding performance 
parameter of the equipment offered. Statements of 
“Comply” or “Not Comply” must be supported by evidence 
in a Bidders Bid and cross-referenced to that evidence.  
Evidence shall be in the form of manufacturer’s un-
amended sales literature, unconditional statements of 
specification and compliance issued by the manufacturer, 
samples, independent test data etc., as appropriate. A 
statement that is not supported by evidence or is 
subsequently found to be contradicted by the evidence 
presented will render the Bid under evaluation liable for 
rejection.  A statement either in the Bidder's statement of 
compliance or the supporting evidence that is found to be 
false either during Bid evaluation, post-qualification or the 
execution of the Contract may be regarded as fraudulent 
and render the Bidder or supplier liable for prosecution 
subject to the applicable laws and issuances.] 

1 One (1) Unit Chlorophyll Meter 
 
Measurement method: Optical density 
difference at two wavelengths 
Measurement area: 2 mm x 3 mm  
Subject thickness: 1.2 mm maximum  
Subject insertion depth: 12 mm (with 
stopper having position adjustable from 0 
to 6 mm)  
Light source: 2 LED elements Receptor: 1 
SPD (silicon photodiode) 
Display: LCD panel showing 4-digit 
measurement value (values shown to first 
decimal place) and 2-digit number of 
measurements; Trend graph of values in 
memory can also be shown.  
Display range: -9.9 to 199.9 SPAD units; 
Memory capacity for up to 30 values; 
Calculation/display of average of data in 
memory also possible.  
Power source: 2 AA-size alkaline batteries  
Battery life: More than 20,000 
measurements; Minimum interval between 
measurements, Approx. 2 sec;  
Accuracy: Within +/- 1.0 SPAD units (for 
SPAD value between 0.0 and 50.0 under 
normal temperature/humidity) added to 
display when measurement exceeds 50.0 
SPAD units;  
Repeatability: Within +/- 0.3 SPAD units  
Dimensions: 76-80(W)x162-166(H)x47-
51(D) mm  
Weight: 200 g (excluding batteries) 
 
Inclusions:  

● At least two (2) pieces Spare 
batteries 
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Other Requirements: 
1. Warranty: 2 years, after one (1) year 

Calibration / validation, and preventive 
maintenance 

2. With calibration / validation certificate 
or equivalent from manufacturer 

3. Onsite training on basic operation and 
troubleshooting 

4. The company must be at least five (5) 
years in the market.  

5. The brand/model must be at least five 
(5) years in the market 

 
 
 
 
 

 
 

 
 

 Important Notice:   
The supplier must provide evidence that the specifications are met through 
submission of brochure and complete technical specifications (SEPARATE 
DOCUMENT, use your company letterhead) indicating ALL the technical 
specifications of the product being offered, but not limited to Brand, Model, Place of 
Origin, Features, Inclusions & Warranty. 
NON-SUBMISSION of the complete technical specifications can lead to improper 
evaluation of your offer and rejection of bids.  The bidder shall not be allowed to 
submit additional documents to correct any defects in the bid submitted. 

 *****nothing follows********** 
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Section VII. Technical Specifications (LOT 2) 
Lot Specification Statement of Compliance 

[Bidders must state here either “Comply” or “Not 
Comply” against each of the individual parameters of 
each Specification stating the corresponding 
performance parameter of the equipment offered. 
Statements of “Comply” or “Not Comply” must be 
supported by evidence in a Bidders Bid and cross-
referenced to that evidence.  Evidence shall be in the 
form of manufacturer’s un-amended sales literature, 
unconditional statements of specification and 
compliance issued by the manufacturer, samples, 
independent test data etc., as appropriate. A statement 
that is not supported by evidence or is subsequently 
found to be contradicted by the evidence presented will 
render the Bid under evaluation liable for rejection.  A 
statement either in the Bidder's statement of 
compliance or the supporting evidence that is found to 
be false either during Bid evaluation, post-qualification 
or the execution of the Contract may be regarded as 
fraudulent and render the Bidder or supplier liable for 
prosecution subject to the applicable laws and 
issuances.] 

1 One (1) Unit Grain Polisher 
  
Pitcher-type 
Power Source: 100-240 V AC (50/60Hz) 
Dimensions: 
Width (W): 93–97 mm 
Depth (D): 128–132 mm 
Height (H): 158–162 mm 
Weight: 2.0 kg maximum 
Output: milled rice 
Capacity: maximum of 20 grams/load brown 
rice 
 
Inclusions:  

● At least one (1) piece Pallet 
● At least one (1) piece Pallet Brush  
● At least one (1) piece Paint brush (2 

inch) 
● At least one (1) piece Spoon (non-

disposable plastic) 
● At least one (1) piece AC adapter  
● Accessory case 

 
Other Requirements: 

1. Warranty: 1 year on parts and services, 
after one (1) year Calibration / validation, 
and preventive maintenance 

2. With calibration / validation certificate or 
equivalent from manufacturer 

3. Onsite training on basic operation and 
troubleshooting 

4. The company must be at least five (5) 
years in the market.  

5. The brand/model must be at least five (5) 
years in the market 

 
 
 
 

 

2 One (1) Unit Automatic Rice Husker  
 
Portable-type 
Capacity: Approx. 20 g / 60 sec 
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Applicable Moisture Range: 12-18% Safety 
System: Overload automatic stop device  
Power Source: 100 to 240V AC (50/60 Hz), 
1.4A max;  
Dimensions: 
Width (W): 203–207 mm 
Depth (D): 128–132 mm 
Height (H): 128–132 mm 
Weight: 1.8 kg (maximum) 
Output: brown rice 
 
Inclusions:  

● At least one (1) piece Brush 
● At least one (1) piece Sample spoon 

(non-disposable plastic) 
● At least one (1) piece AC adapter 

 
Other Requirements: 

1. Warranty: 1 year on parts and services, 
after one (1) year Calibration / validation, 
and preventive maintenance 

2. With calibration / validation certificate or 
equivalent from manufacturer 

3. Onsite training on basic operation and 
troubleshooting 

4. The company must be at least five (5) 
years in the market.  

5. The brand/model must be at least five (5) 
years in the market 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 Important Notice:   
The supplier must provide evidence that the specifications are met through 
submission of brochure and complete technical specifications (SEPARATE 
DOCUMENT, use your company letterhead) indicating ALL the technical 
specifications of the product being offered, but not limited to Brand, Model, Place of 
Origin, Features, Inclusions & Warranty. 
NON-SUBMISSION of the complete technical specifications can lead to improper 
evaluation of your offer and rejection of bids.  The bidder shall not be allowed to 
submit additional documents to correct any defects in the bid submitted. 

  *****nothing follows********** 
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Section VII. Technical Specifications (LOT 3) 
Lot Specification Statement of Compliance 

[Bidders must state here either “Comply” or “Not 
Comply” against each of the individual parameters of 
each Specification stating the corresponding 
performance parameter of the equipment offered. 
Statements of “Comply” or “Not Comply” must be 
supported by evidence in a Bidders Bid and cross-
referenced to that evidence.  Evidence shall be in the 
form of manufacturer’s un-amended sales literature, 
unconditional statements of specification and 
compliance issued by the manufacturer, samples, 
independent test data etc., as appropriate. A statement 
that is not supported by evidence or is subsequently 
found to be contradicted by the evidence presented will 
render the Bid under evaluation liable for rejection.  A 
statement either in the Bidder's statement of 
compliance or the supporting evidence that is found to 
be false either during Bid evaluation, post-qualification 
or the execution of the Contract may be regarded as 
fraudulent and render the Bidder or supplier liable for 
prosecution subject to the applicable laws and 
issuances.] 

1 Supply, Delivery, Installation, and 
Commissioning of One (1) Unit Oven 
 
Gravity convection type model with operating 
temperature from 50 to 250 degrees C  
Setting temperature range: 50 to 250oC 
Volume: 105 L  
Temperature uniformity at 150oC: +/- 
4.5oC  
Temperature stability at 150oC: +/- 4.5oC 
±0.4°C 
Shelves: 2 supplied / 16 max  
Max shelf load: 25 kg  
Timer: ON/OFF  
Interior Dimensions: 

• Length: 15.2 – 19.2 in 
• Width: 20.8 – 24.8 in 
• Height: 14.3 – 18.3 in 

 
Exterior Dimensions: 

● Length: 20.2 – 24.2 inches 
● Width: 23.2 – 27.2 inches 
● Height: 31.7 – 35.7 inches 

 
Voltage Electrical load: 220-240 V, 50/60 Hz.  
 

● The unit should have automatic over-
temperature alarm system, low overall 
energy consumption 

● Built in timer 
● Corrosion-resistant stainless-steel 

chambers with rounded corners 
● Large, easy to read vacuum fluorescent 

display, and microprocessor-controlled 
touch button operation 

● Doors that can be opened over 180 °C 
 
Inclusions:  

● One (1) unit compatible 5kVA AVR 
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Other Requirements: 

1. Warranty: 1 year on parts and services, 
after one (1) year Calibration/ validation, 
and preventive maintenance 

2. With calibration / validation certificate 
or equivalent from manufacturer 

3. Onsite training on basic operation and 
troubleshooting by a certified application 
specialist 

4. The company must be at least five (5) 
years in the market.  

5. The brand must be at least ten (10) years 
in the market 

6. Installation by a certified engineer 
2 Supply, Delivery, Installation, and 

Commissioning of One (1) Unit Muffle 
Furnace 
 

● With four heating elements (chamber 
top, bottom and sides) 

● built-in vent port 
● 0.312 (maximum) in diameter port in 

the rear of the chamber for monitoring 
temperatures with independent 
measuring devices, door safety switch 

● thermocouple break protection 
● Capacity: 14 L  
● Temperature range: 100 to 1200 °C 
● Temperature control:  

o Digital single setpoint  
● Shelves: stainless steel  
● Dimensions interior: 10x12.8x6.8 

inches (maximum)  
● Dimensions exterior: 20.1x19.1x21 

inches (maximum) 
● Electrical requirements: 220-240 V 

50/60 Hz, 12.9A, 3095W 
 
Inclusions: 

● One (1) unit compatible AVR 
● Cord (3 meter) 
● Plug set 

 
Other Requirements: 

1. Warranty: 1 year on parts and services, 
after one (1) year Calibration / validation, 
and preventive maintenance 

2. With calibration / validation certificate or 
equivalent from manufacturer 

3. Onsite training on basic operation and 
troubleshooting 

4. The company must be at least five (5) 
years in the market.  

5. The brand must be at least ten (10) years 
in the market 
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6. Supplier must submit a CSA compliance 
certificate 

7. Certification of availability of parts in the 
next five (5) years 

3 Supply, Delivery, Installation, and 
Commissioning of One (1) lot of Kjeldahl 
Distillation and Digestion System 
 
Kjeldahl Distillation 
 
Technical Specification: 
Analysis time: 3.5 minutes at 30 mg N (6.5 
minutes at 200 mg N)  
Distillation capacity: around 40 mL/min at 230 
V (at 100% steam addition)  
Measuring range: 0.1-210 mg N  
Reproducibility: 1% RSD (including the 
digestion step)  
Recovery: 99.5-100.5% at nitrogen levels 
between 1-200 mg N  
Tube draining: 200 mL in less than 10 sec  
Reagent pump volume: 0-150 mL in steps of 10 
mL  
Delay: 0-1800 sec  
Variable steam addition: 30-100% in steps of 
10% 
Power requirement: 220-250 V 
 
Inclusions:  

● One (1) piece handling device for 
digestion tube 

● One (1) piece digestion tube two 
hundred fifty milliliters 

● One (1) piece digestion tube one 
hundred milliliters 

● One (1) piece power cord schuko-c19 
● Six (6) meters tubing reinforced for 

alkali 
● Eight (8) pieces tube clamp 
● One (1) piece water tube three-

quarters inch by one-half inch 
● One (1) piece hood ethercon rj45 
● One (1) piece user instruction for hood 

ethercon rj45 
● One (1) piece female cable connector 

c191 pc hose connector straight 8x3/8 
inch  

● Four (4) pieces adapter (100 ml, 250ml, 
400ml, 750ml) 

● Three (3) pieces sealing cap 
● One (1) piece pressure reducing valve 

1.5 to 4 bar  
● One (1) piece rubber gasket 3/4 inch  
● One (1) set of tanks with level sensors 

for waste, receiver, alkali and water  
● One (1) preventive maintenance kit 

 



 

36 

 

● One (1) piece 50 mL digital burette 
● One (1) Unit Compatible AVR 5kVA 

 
Kjeldahl Digestion Unit 
 
Technical Specification: 
Temperature range: Ambient - 440 °C 
Temperature setting repeatability: 1 °C 
Temperature readout: Digital  
Heater indication: LED Heater warning: Text in 
display  
Temperature stability at 100 °C: +/- 2 °C  
Temperature stability at 400 °C: +/- 1 °C 
Heating time from 20 to 400 °C: around 35 min 
Time setting per step: 1-999 min Tubes/batch: 
20  
Sample size solids (for 250 mL tubes): up to 5 
g  
Sample size liquids (for 250 mL tubes): up to 
15 mL 
 
Inclusions: 
● One (1) piece Rack for 20 Digestor Tubes,  
● Two (2) pieces Fuse 12A 250V 6.3x32mm 

(3AB) 
● One (1) piece Chinese standard power 

cable, 250V, 16A, 1 pc European standard 
power cable, 250V,16A  

● One (1) piece Scrubber 
● One (1) set of exhaust system for digestor,  
● One (1) set of racking system with manual 

lift  
● One (1) set of tube rack for 20 tubes (250 

mL)  
● One (1) pack of copper, tablets with 3.5g 

K2SO4 + 0.4g CuSO4 5H2O, (1000/pack),  
● One (1) pack of Digestion tubes (straight, 

250 mL, 20/pack)  
● One (1) Preventive Maintenance kit 
● One (1) unit compatible AVR 5kVA  

 
Other Requirements: 
1. Warranty: 1 year on parts and services 
2. With calibration / validation certificate or 

equivalent from manufacturer 
3. Onsite training on basic operation and 

troubleshooting by manufacturer-trained 
personnel 

4. The company must be at least five (5) 
years in the market.  

5. The brand must be at least ten (10) years 
in the market 

6. Certification of availability of parts in the 
next five (5) years 

 Important Notice:   
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The supplier must provide evidence that the specifications are met through 
submission of brochure and complete technical specifications (SEPARATE 
DOCUMENT, use your company letterhead) indicating ALL the technical 
specifications of the product being offered, but not limited to Brand, Model, Place of 
Origin, Features, Inclusions & Warranty. 
NON-SUBMISSION of the complete technical specifications can lead to improper 
evaluation of your offer and rejection of bids.  The bidder shall not be allowed to 
submit additional documents to correct any defects in the bid submitted. 

 *****nothing follows********** 
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Section VII. Technical Specifications (LOT 4) 
Lot Specification Statement of Compliance 

[Bidders must state here either “Comply” or “Not 
Comply” against each of the individual parameters of 
each Specification stating the corresponding 
performance parameter of the equipment offered. 
Statements of “Comply” or “Not Comply” must be 
supported by evidence in a Bidders Bid and cross-
referenced to that evidence.  Evidence shall be in the 
form of manufacturer’s un-amended sales literature, 
unconditional statements of specification and 
compliance issued by the manufacturer, samples, 
independent test data etc., as appropriate. A statement 
that is not supported by evidence or is subsequently 
found to be contradicted by the evidence presented will 
render the Bid under evaluation liable for rejection.  A 
statement either in the Bidder's statement of 
compliance or the supporting evidence that is found to 
be false either during Bid evaluation, post-qualification 
or the execution of the Contract may be regarded as 
fraudulent and render the Bidder or supplier liable for 
prosecution subject to the applicable laws and 
issuances.] 

1 Supply, Delivery, Installation, and 
Commissioning of One (1) Unit Microplate 
Reader 
 
General specifications: 
 
● Wavelength selection: monochromator  
● Light source: Xenon flash lamp  
● Wavelength range: 220-1000 nm with 

1nm steps  
● Read-out range: Up to 4 absorbance units 
● Comes with Cuvette compartment 
● Measurement modes: Endpoint and 

kinetic, Spectral scanning (absorbance), 
Well scanning 

● Read times: Full spectrum from 220 to 
1000 nm in less than 1 sec/well 

● Selectable spectral resolution: 1, 2, 5, and 
10 nm 

● Bandwidth: at least less than 2.5 nm 
● Microplate Formats: 6 to 1536-well plates, 

Sixteen (16) micro drop well sites for 2 uL 
samples 

● With multiple shaking options (linear, 
orbital, and double-orbital with user-
definable time and speed) 

● Incubation: +3°C above ambient up to 
45°C 

● Must be capable of completely automated 
software-controlled analysis via a 
complete PC System 

● Software must be FDA 21 CFR Part 11 
compliant 

 
Inclusions:  
● 1 plate with 16 micro drops well sites for 

low volume (2 uL) samples with one 
horizontal position for a standard cuvette 

● 4 NIST-traceable standards for QC 
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assessment 
● 1 holmium oxide filter for wavelength 

accuracy validation 
● One laptop compatible with the unit (at 

least Intel core i5 OS, Windows 11, at least 
8 GB RAM and 512GB SSD, 15.6 in display)  

● 1 set of 3kVA UPS  
● 2 sets of fully autoclavable single channel 

pipette (0.2-2 ul, 2-20 ul, 20-200 ul, and 
200-1000 ul) 

● 2 racks of 96 tips for 10 ul 
● 4 racks of 96 tips for 200 ul 
● 2 racks of 96 tips for 1000 ul 
● 2 pipette stands with 6 positions 

 
Other Requirements: 

1. Warranty: 1 year warranty on parts and 
services against manufactures' defect 
including unlimited service calls and 
visits for check-ups and repair within the 
warranty period, free replacement of 
unserviceable parts such as electronics 
and hardware parts under normal wear 
and tear, including preventive 
maintenance to be conducted after one 
(1) year of installation 

2. Installation must be conducted by a 
certified manufacturer-trained engineer 

3. With calibration / validation certificate 
or equivalent for both the equipment and 
the pipette upon delivery and installation 

4. Onsite application training, including 
basic operation and troubleshooting by a 
certified trained application specialist 

5. The company must be at least five (5) 
years in the market.  

6. The brand must be at least ten (10) years 
in the market 

7. Supplier must be an ISO-compliant, and 

must submit certificate of distributorship 

and certification of availability of parts 

(at least in the next 5 years) 

2 Supply, Delivery, Installation, and 
Commissioning of One (1) Lot of High-
Performance Liquid Chromatograph 
Systems 
 
Two (2) units of High-Performance Liquid 
Chromatograph system (1st unit with PDA 
detector, 2nd unit with PDA detector and RI 
detector) 
 
General specifications: 

● Both systems must support an 
automated start-up, compatible with a 
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pH range of 1 to 12.5.  
● With Band spread less than or equal to 

65 uL, Dwell volume less than or equal 
to 1,350 uL, and gradient delay volume 
less than or equal to 1,000 uL.  

● Systems must support fully integrated 
diagnostics with 96 h of data preserved.  

● Modules must be interchangeable 
between 2 HPLC systems and 
compatible with the modules of existing 
HPLC systems at PhilRice and IPB-
UPLB.  

● The software can control up to two LC 
systems simultaneously.  

● Quaternary Solvent Manager must be 
capable of delivering aqueous and 
organic solvents at up to 9,500PSI, able 
to support flow rates as low as 0.001 
mL/min and as high as 5.000 mL/min, 
able to program both isocratic and 
gradient methods, and have a flow 
accuracy of +/- 1.0% and flow precision 
of less than or equal to 0.075% RSD.  

● Sample Manager with Temp Control 
must be capable of injecting samples 
dissolved in aqueous and/or organic 
solvents up to 9,500 PSI, sample 
compartment temp must be settable 
from 4 to 40oC, have the ability to 
automatically dilute samples, capable 
of injection volumes from 0.1 to 1000.0 
uL, able to accommodate both HPLC 
Vials and/or well plates (96/384 well);  

● Primary wetted materials: 316L 
stainless steel, gold plated stainless 
steel, polyimide, PEEK blend, DLC; 

● Column Heater/Cooler Passive Pre-
Heating must be able to support and 
accommodate columns up to 30 cm in 
length and as wide as 7.8 mm ID, 
support optional column selection, up 
to 3 columns, and be able to cool down 
to 4oC and heat up to 65oC. 
 

Photodiode Array Detector (PDA) 
specifications:  

● PDA must have a standard analytical 
flow cell with a 10 mm path length and 
a volume of not more than 8.4 uL 

● Must be able to acquire data at up to 80 
points per sec 

● Must have a wavelength range of 190 to 
800nm 

● Must have noise specification less than 
or equal to 10 uAU 

● Must have drift specification less than 
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or equal to 1.0x10-3 AU per Hour 
● Must have optical bandwidth of 1.2nm 

or less 
● Must have wavelength accuracy of 

better than or equal to positive and or 
negative 1 nm. 
  

Refractive Index Detector (RID) 
specifications:  
 

● RID must have the ability to set the 
sampling/data rate and filter time 
constants independently 

● Must have integrated and automatic 
valves for purging the reference cell, 
recycling solvents and for pressure 
relief 

● Must have a linear dynamic range with 
less than 5% deviation over positive 
and or negative 5.0x10-4 RIU 

● Must have audible noise level that does 
not exceed 58 dBA 

● With noise specification of less than or 
equal to positive and or negative 
1.5x10-9 RIU, (positive and or negative 
3.0x10-9 RIU in emulation mode) with 
solvent flow, and drift specification of 
less than or equal to 2.0x10-7 RIU per 
hour with solvent flow. 

 
Inclusions:  

● Two (2) pieces Ethylene Bridged 
Hybrid Column (3.5 um 4.6 x 50 mm) 

● One (1) piece SAX Column (80 
angstrom, 5 um, 4.6 mm X 150 mm) 

● Two (2) sets of the following:  
- 2 mL Glass Vial with pre-slit 

Septa (Pack of 100), HPLC Start-
up solution, Info Set, HPLC 
System, Driver Pack 
(Analytical), Kit, Accessories, 
Assy, Bottle Tray, Vacuum 
Filtration System, Glass Filter 
Holder, 300 ml Glass Funnel, 
1000 ml Filter Flask (1 set/box, 
1 unit),  

- Computer workstation 
(Microsoft Windows 11 Pro, at 
least 1 TB HDD and 16 GB RAM, 
and at least Intel Core i5) with at 
least 24 inches LED color 
monitor, mouse, keyboard, and  
continuous ink printer 

- One (1) unit compatible 
Uninterrupted Power Supply, 
3kVA  
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Other Requirements: 

1. Warranty: 1 year warranty on parts and 
services against manufactures' defect 
including unlimited service calls and 
visits for check-ups and repair within the 
warranty period, free replacement of 
unserviceable parts such as electronics 
and hardware parts under normal wear 
and tear, including preventive 
maintenance to be conducted after one 
(1) year of installation 

2. System qualification test upon delivery 
and installation 

3. Onsite application training, including 
basic operation and troubleshooting to be 
conducted by a certified application 
specialist 

4. The company must be at least five (5) 
years in the market.  

5. The brand must be at least ten (10) years 
in the market 

6. Installation must be conducted by a 
certified manufacturer-trained engineer 

7. Supplier must be an ISO-compliant, and 
must submit certificate of distributorship 
and certification of availability of parts (at 
least in the next 5 years) 

 Important Notice:   
The supplier must provide evidence that the specifications are met through 
submission of brochure and complete technical specifications (SEPARATE 
DOCUMENT, use your company letterhead) indicating ALL the technical 
specifications of the product being offered, but not limited to Brand, Model, Place of 
Origin, Features, Inclusions & Warranty. 
NON-SUBMISSION of the complete technical specifications can lead to improper 
evaluation of your offer and rejection of bids.  The bidder shall not be allowed to 
submit additional documents to correct any defects in the bid submitted. 

 *****nothing follows********** 
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Section VII. Technical Specifications (LOT 5) 
Lot Specification Statement of Compliance 

[Bidders must state here either “Comply” or “Not 
Comply” against each of the individual parameters of 
each Specification stating the corresponding 
performance parameter of the equipment offered. 
Statements of “Comply” or “Not Comply” must be 
supported by evidence in a Bidders Bid and cross-
referenced to that evidence.  Evidence shall be in the 
form of manufacturer’s un-amended sales literature, 
unconditional statements of specification and 
compliance issued by the manufacturer, samples, 
independent test data etc., as appropriate. A statement 
that is not supported by evidence or is subsequently 
found to be contradicted by the evidence presented will 
render the Bid under evaluation liable for rejection.  A 
statement either in the Bidder's statement of 
compliance or the supporting evidence that is found to 
be false either during Bid evaluation, post-qualification 
or the execution of the Contract may be regarded as 
fraudulent and render the Bidder or supplier liable for 
prosecution subject to the applicable laws and 
issuances.] 

1 Supply, Delivery, Installation, and 
Commissioning of One (1) unit of Flame 
Atomic Absorption Spectrophotometer 
 
Wavelength range: 185.0 to 900.0 nm 
Monochromator: Aberration-corrected 
Czerny-Turner mounting  
Number of grating grooves: 1800 lines / mm  
Focal length: 300 mm or better  
Bandwidth: 0.1, 0.2, 0.4, 0.7, 1.0, 2.0L nm or 
better 
Detector: Photomultiplier  
Tube Flame: Optical Double-beam  
Number of HCL: Minimum 8 lamps, 2 lamps 
simultaneously lit or better; Spectrometer 
must have at least two lamp turrets, equipped 
with built-in power supply for high intensity or 
super or EDL type lamps 
Burner head: Titanium 
Nebulizer: Pt-lr capillary, PTFE orifice, 
ceramic impact bead 
Chamber: Engineering plastics or equivalent  
Positioning: Lateral or vertical manual 
adjustment; Automatic flame or furnace 
switching by motor; Automatic search of 
optimum burner height;  
Flow rate control: Automatic fuel gas flow 
rate setting, Manual support gas flow rate 
setting, Automatic search of optimum gas flow 
rate; The burner chamber must be made from 
inert engineered plastic with angled design;  
System must be able to do automatic search for 
optimum fuel flow rate;  
 
With safety measures such as:  

● automatic flame extinction via flame 
vibration sensor 

● acetylene regulator failure sensor 
● automatic gas leak check, automatic 
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Air-N2O switching as C2H2 flow rate 
increases 

● flame monitor 
● prevention of incorrect burner head 

use 
● gas pressure monitor, drain tank level 

monitor 
● automatic flame extinction upon power 

outage or sudden power interruption 
internal fan stop sensor. 

● Software should be compatible with 
Microsoft operating system Windows 
11 

● measurement mode must comprise of 
flame method with display of signal 
analog output for two channels (atomic 
absorption and background signal), 

● must have automatic baseline 
correction of baseline drift and 
automatic calibration curve correction 
function using sensitivity monitoring, 

● must display absorbance signals in the 
form of numerical values as well as 
signal/peak profiles for both flame and 
furnace techniques,  

● should calculate and display sample 
concentration using either calibration 
curve method or standard addition 
method,  

● should automatically check for proper 
functioning of lamp, detector and 
background corrector before starting 
analysis,  

● must be able to record the used lamp 
time and monitor lamp warming-up 
time 

● must have an in-built program to 
perform hardware validation and check 
system performance with capability to 
store and print this report. 

 
Inclusions:  

● One (1) set of Hydride vapor generator 
unit 

● One (1) set of Complete PC System 
compatible with the equipment (O/S: 
Microsoft Windows 11 Pro, Hard Disk 
Drive: at least 1TB, Monitor: 24 inches 
LED Color monitor, Processor: at least 
i5, at least 16GB RAM; keyboard, and 
mouse) 

● One (1) set of Continuous ink printer 
● One (1) tank of Instrument Grade 

Acetylene Gas 
● Gas line (within 5m) and Regulator 
● One (1) tank of Instrument Grade Argon 
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Gas, Gas line (within 5m) and Regulator 
● One (1) piece of Silent type Oil-less Air 

Compressor, 1 pc of Dual Stage Festo 
Air Filter 

● One (1) set of Exhaust System (Canopy 
Hood, Exhaust Fan, Hood) 

● One (1) set of 8 HCL (Ca, Cu, Mg, As, Zn, 
Cr, Fe, Pb) 

● One (1) set of tables compatible with 
the equipment 

● One (1) set of 6kVA UPS and AVR 
compatible with AAS 

● One (1) set Multiple Outlet (6s) 
 

Other Requirements: 
1. Warranty: 1 year on parts and services, 

after one (1) year Calibration / validation, 
and preventive maintenance 

2. With calibration / validation certificate or 
equivalent from manufacturer 

3. Onsite training on basic operation and 
troubleshooting by a Trained Licensed 
Application Chemist  

4. The company must be at least five (5) 
years in the market.  

5. The brand must be at least ten (10) years 
in the market 

6. At least 10 installations of AAS in the 
country and 3 installations within UPLB; 
Supplier must have at least 5 factory 
trained engineers and 3 application 
chemists working with the same brand of 
AAS for at least 5 years with training 
certificate 

7. Supplier must be ISO-compliant, submit 
certificate of distributorship, certification 
of availability of parts (at least for next 5 
years). 

2 Supply, Delivery, Installation, and 
Commissioning of One (1) Unit of UV/Vis 
Spectrophotometer 
 
General specifications: 
 

● Wavelength range: 190 to 1,100 nm or 
wider Spectral bandwidth: 1 nm (190 to 
1,100 nm)  

● Wavelength setting: 0.1 nm increments 
Wavelength accuracy: positive or 
negative 0.05 nm at D2 peak 656.1 nm  

● Wavelength repeatability: positive or 
negative 0.025 nm or lower  

● Wavelength slew rate: 29,000 nm/min 
or higher 

● Wavelength scanning speed: 3,000 to 2 
nm/min, 29,000 nm/min when survey 
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scanning;  
● Lamp interchange wavelength: 

Automatic interchange linked to 
wavelength.  

● The interchange wavelength can be set 
freely in the range of 295 to 364 nm (0.1 
nm increments);  

● Stray light: Less than 0.004% at 220 nm 
(NaI)  

● Photometric system: Double beam 
optics  

● Photometric range: Absorbance: -4 to 4 
Abs or wider  

● Transmittance: 0% to 400% or wider  
● Measurement modes: Spectrum, 

Photometric, Quantitation, Kinetics, 
Time scan, and Biomethod;  

● Photometric modes: Multiple-
wavelength measurement (up to eight 
designated wavelengths or higher) and 
Single-wavelength mode;  

● Must have Sleep Mode and Wakeup 
Function;  

● Must have barcode reader and 
keyboard entry function; Can be 
operated as stand-alone and PC-
controlled;  

● Noise level must be Less than 0.00001 
Abs (700 nm);  

● Light source must be 20-W halogen 
lamp and deuterium lamp, with Built-in 
light source auto position adjustment;  

● Monochromator: low stray light grade 
blazed holographic grating in Czerny-
Turner mounting;  

● Detector must be Silicon photodiode;  
● Power requirements: AC220 V,50/60 

Hz, 140 VA;  
● Dimensions: W450xD501xH244 mm 

(maximum) 
●  Weight: 16.6 kg (maximum) 

 
Inclusions:  

● One (1) set of Complete PC System 
compatible with the equipment (O/S: 
Microsoft Windows 11 Pro, Hard Disk 
Drive: at least 1TB, Monitor: 24 inches 
LED Color monitor, Processor: at least 
i5, at least 16GB RAM; keyboard, and 
mouse) 

● One (1) set of Continuous Ink printer,  
● One (1) set of Software compatible with 

the unit 
● Two (2) pieces 10 mm Quartz Cuvette,  
● One (1) compatible 1KVa AVR 
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Other Requirements: 
1. Warranty: 1 year on parts and services, 

after one (1) year Calibration / validation, 
and preventive maintenance 

2. Installation by manufacturer-certified 
engineer, on-site training by Trained 
Licensed Application Chemist 

3. The company must be at least five (5) years 
in the market.  

4. The brand must be at least ten (10) years in 
the market 

5. Must have at least 15 units of UV-Vis 
Spectrophotometer installed in the 
Philippines (any applicable supporting 
document); supplier must have at least 2 
Licensed Application Chemist available 
locally and with working experience for the 
sasme brand of UV-Vis for more than 5 
years 

6. Supplier must submit certificate of 
distributorship, certification of availability 
of parts (at least for 5 years), and certificate 
of instrument calibration, and must be ISO-
compliant 

 Important Notice:   
The supplier must provide evidence that the specifications are met through 
submission of brochure and complete technical specifications (SEPARATE 
DOCUMENT, use your company letterhead) indicating ALL the technical 
specifications of the product being offered, but not limited to Brand, Model, Place of 
Origin, Features, Inclusions & Warranty. 
 
NON-SUBMISSION of the complete technical specifications can lead to improper 
evaluation of your offer and rejection of bids.  The bidder shall not be allowed to 
submit additional documents to correct any defects in the bid submitted. 

 *****nothing follows********** 
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Section VIII. Checklist of Technical and 
Financial Documents 
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Checklist of Technical and Financial Documents 
 

I. TECHNICAL COMPONENT ENVELOPE 
 

Class “A” Documents 
 

Legal Documents 

   (a) Valid PhilGEPS Registration Certificate (Platinum Membership) (all 
pages) in accordance with Section 8.5.2 of the IRR; 

 
Technical Documents 

   (b) Statement of the prospective bidder of all its ongoing government and 
private contracts, including contracts awarded but not yet started, if any, 
whether similar or not similar in nature and complexity to the contract 
to be bid; and  

   (c) Statement of the bidder’s Single Largest Completed Contract (SLCC) 
similar to the contract to be bid, except under conditions provided for in 
Sections 23.4.1.3 and 23.4.2.4 of the 2016 revised IRR of RA No. 9184, 
within the relevant period as provided in the Bidding Documents; and 

   (d) Original copy of Bid Security. If in the form of a Surety Bond, submit also 
a certification issued by the Insurance Commission or Original copy of 
Notarized Bid Securing Declaration; and 

   (e) Conformity with the Technical Specifications, which may include 
production/delivery schedule, manpower requirements, and/or after-
sales/parts, if applicable; and 

   (f) Original duly signed Omnibus Sworn Statement (OSS) and if applicable, 
Original Notarized Secretary’s Certificate in case of a corporation, 
partnership, or cooperative; or Original Special Power of Attorney of all 
members of the joint venture giving full power and authority to its officer 
to sign the OSS and do acts to represent the Bidder. 
 

Financial Documents 

   (g) The prospective bidder’s computation of Net Financial Contracting 
Capacity (NFCC) or A committed Line of Credit from a Universal or 
Commercial Bank in lieu of its NFCC computation. 
 

Class “B” Documents 
 

   (h) If applicable, a duly signed joint venture agreement (JVA) in case the joint 
venture is already in existence or duly notarized statements from all the 
potential joint venture partners stating that they will enter into and 
abide by the provisions of the JVA in the instance that the bid is 
successful. 
 

II. FINANCIAL COMPONENT ENVELOPE 

   (i) Original of duly signed and accomplished Financial Bid Form; and 

   (j) Original of duly signed and accomplished Price Schedule(s). 
 

Other documentary requirements under RA No. 9184 (as applicable) 

   (k) [For foreign bidders claiming by reason of their country’s extension of 
reciprocal rights to Filipinos] Certification from the relevant government 
office of their country stating that Filipinos are allowed to participate in 
government procurement activities for the same item or product. 

   (l) Certification from the DTI if the Bidder claims preference as a Domestic 
Bidder or Domestic Entity. 
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